
 

California Medical Device 
Recall Information 

 

Recall Name 

Medtronic MiniMed Recalls the Paradigm Insulin Infusion Sets 
Due to Possible Blockage 

Recall Date Product Description Recalling Firm Recall Reason 

 
6/07/13 

 
Medtronic MiniMed Paradigm 
Insulin Infusion Sets  

 
Medtronic Minimed 
Northridge, CA 

 
Potential for temporary 
blockage of the vents 
that allow the pump to 
properly prime. 

Recall Class Product Identification Distribution Affected Dates 

 
I 

 
Model Numbers:  
 

MMT-317 MMT-377 MMT-886 

MMT-318 MMT-378 MMT-921 

MMT-324 MMT-381 MMT-923 

MMT-325 MMT-382 MMT-925 

MMT-312S MMT-383 MMT-941 

MMT-312L MMT-384 MMT-943 

MMT-386 MMT-368 MMT-945 

MMT-387 MMT-862 MMT-961 

MMT-394 MMT-864 MMT-963 

MMT-396 MMT-866 MMT-965 

MMT-397 MMT-874 MMT-975 

MMT-398 MMT-876  

MMT-399 MMT-884  
 

 
CA, nationwide 
 

 
Manufactured from 
Oct 2001 - June 2013  

 
FOR ADDITIONAL INFORMATION, PLEASE VISIT:   
 
http://www.fda.gov/MedicalDevices/Safety/ListofRecalls/ucm360618.htm  
 

 

 

http://www.fda.gov/MedicalDevices/Safety/ListofRecalls/ucm360618.htm

